Experimental and Computational Methods Pertaining to Surface Tension of Pharmaceuticals

Abolghasem Jouyban¹ and Anahita Fathi-Azarbayjani²

¹Drug Applied Research Center and Faculty of Pharmacy, Tabriz University of Medical Sciences, Tabriz, Iran
²Faculty of Medicine, Urmia University of Medical Sciences, Urmia, Iran

1. Introduction

The molecules of a fluid experience attractive forces exerted on it by all its neighboring molecules. In the bulk of the liquid, molecules are attracted equally in all directions resulting in a net force of zero. Molecules at or near the surface experience attractive force which tends to pull them to the interior. Surface chemistry deals with thermodynamic and kinetic parameters that take place between two different coexisting phases at equilibrium. Surface tension, \( \gamma \) is free energy of the surface at any air/fluid interface defined as force per unit length or energy per unit area. The latter term, also called surface energy, is more useful in thermodynamics and it applies to solids as well as liquid surfaces. The surface free energy of a liquid is measured by its surface tension and the surface free energy of a solid can be revealed by contact angle measurements. The surface tension measurement depends very markedly upon the presence of impurities in the liquid, temperature and pressure changes (Buckton, 1988).

Surface tension is a phenomenon that we see in our everyday life. Human biological fluids, e.g. serum, urine, gastric juice, amniotic liquid, cerebrospinal and alveolar lining liquid contain numerous low-and high-molecular weight surfactants, proteins and lipids that adsorb at liquid interface. The physicochemical processes that take place in these interfaces are extremely important for the vital function of body organs and have a great impact on pharmacodynamic parameters of drug molecules (Kazakov et al., 2000; Trukhin et al., 2001). Drug substances are usually administered as part of a formulation in combination with excipients that have varied and specialized pharmaceutical functions. The design of drug formulation is based on the principles of pharmacokinetic, biopharmaceutic and pharmaceutical technology. The pharmaceutical industry has directed its attention mainly to the quality and processability of active pharmaceutical products which is reflected in various physicochemical parameters. The drug and pharmaceutical materials require extensive characterization and testing of their stability, physico-chemical properties, effectiveness, palatability and ease of administration to ensure drug efficacy. Among the important characteristics are the drug dissolution and solubility in gastrointestinal tract, intestinal absorption, drug distribution and drug-
plasma protein binding. By applying special surface treatments such as contact angle and surface tension measurements to pharmaceutical compounds, drug distribution, dissolution behavior and release pattern in various body fluids can be improved (Hancock et al., 1997; Ho et al., 2010).

Surface tension can influence the development, prediction and performance of pharmaceutical products and help to solve industrial problems and improve products quality. Due to the importance of this phenomenon in drug formulations, there is a growing need for specific interfacial consideration that can be used routinely to solve pharmaceutical problems and improve product quality and stability. In order to meet challenges and develop new and better performing pharmaceutical products, knowledge of surface tension and its measurements techniques is of utmost importance. Amongst many techniques used for characterizing the surface energies of pharmaceuticals are the surface tension measurements, contact angle and wettability tests (Buckton, 1988; Chamarthy et al., 2009; Puri et al., 2010). The objective of this chapter is to introduce experimental and computational methods of surface tension measurement in the pharmaceutical industry.

2. Standard methods and instrumentations of surface tension measurement

Surface tension is a very complicated property of a liquid and it depends upon many variables such as temperature, composition of the solution, measurement time, materials of the apparatus and viscosity of the liquid. When a new surface is being formed, surface active chemicals diffuse to the surface and align. During this process, the surface tension is changing rapidly and continuously. Dynamic surface tension measurements allows track of these changes. When the process reaches equilibrium, static surface tension is obtained by measuring the maximum force at a liquid/gas interface on a sample where the net forces on the line is zero during the test time. Pure fluids and solvents have a single surface tension value and are measured with these devices (Drelich et al. 2002, Thiessen and Man, 1999).

There are a number of commonly available methods for measuring surface tension of liquids. Each has its advantages and limitations. The choice of a method depends on the nature of system to be studied and its stability, the degree of accuracy required, the condition under which its tension is to be measured and possibly on the ability of the instrument to automate the measurements. Realistically the surface tension values of a liquid will vary depending upon the method used (Thiessen and Man, 1999). The following section describes the most used methods for measuring static and dynamic surface and interfacial tension of liquid mixtures as well as semi solids and solids (a summary of the methods is shown in Table 1).

2.1 Wilhelmy plate method

The Wilhelmy plate consists of a thin glass, platinum plate or pre-wetted paper, usually on the order of a few centimeters square, attached to an electrobalance via thin metal wire and is used to measure equilibrium interfacial tension at an air-liquid or liquid-liquid interface (Figure 1). The metal plate must be cleaned from organic contaminants or test solutions, therefore the plate is flamed before the experiment to avoid contamination and to help maintain good wetting of the plate by the test liquid. The plate is then immersed and retracted into and out of the test solution contained in a beaker on a mechanical stage. During these cycles the force acting on the plate vs. depth of immersion are recorded. The
The meniscus formed at the solid-liquid interface is characterized by the contact angle. Two contact angles are measured, an advancing contact angle and a receding contact angle and the surface tension is calculated from the resulting force. The wetting force is monitored with time and this method is specially suited to check static surface tension value which in some cases is more than 4 h, hence the measurements are assumed to represent equilibrium. The main drawback of this method is that the surface age (time taken from surface formation till measurement) is not taken into account. When working with viscous liquids it takes time for a viscous material to flow from the dipped portion of the plate. Thus the surface tension will decrease initially till it reaches a plateau once the excess liquid has flowed from the plate, therefore this method is not suited for highly viscous solutions (Avranas and Tasopoulos, 2000; Krishnan et al., 2005; Santos and Castanho, 2004). The static wetting force on the plate is used to calculate the static surface tension ($\gamma$) using the Wilhelmy equation:

$$\gamma = \frac{F}{l \cdot \cos \theta}$$

where $F$ is the difference in wetting force upon immersion and withdrawal in mN/m, $l$ is the wetted perimeter of the Wilhelmy plate and $\theta$ is the advancing or receding contact angle between the liquid phase and the plate. The contact angle $\theta$ of most liquids against platinum plate or clean glass is often assumed to be zero. This method does not require other correction factors such as fluid density. This method can be used to measure the contact angle and wetting properties of solid surfaces, where the platinum ring plate is replaced by the test surface (Avranas and Tasopoulos, 2000; Krishnan et al., 2005; Santos and Castanho, 2004; Sipahi, 2001; Tan et al., 2005).

The static contact angle, $\theta$, is an important parameter in many industries including pharmaceutics. Contact angle measurements span every pharmaceutical field, from fluid dynamic to powder and tablet (Muster and Prestidge, 2002), adhesion and spray-drying of various drug delivery systems (Millqvist-Fureby et al., 1999) to the detection of impurities in the solutions of surface active compounds (Al-Maaieh and Aburub, 2007). It is of particular interest in powders, because the formulations are dependent on the contact angle. Contact angle measurements can be performed using various methods including Wilhelmy plate method, capillary rise method, goniometer and sessile drop method (Dingles and Harris, 2005). Among the interfacial tensiometry methods, the Wilhelmy plate method has been extensively developed and used by scientists in the pharmaceutical industry. The equipment used in this method is commercially available at several companies. With this technique it is possible to measure and control interfacial properties in granulation and tabletting, (Dreu et al., 2005) polymeric surfactants, emulsions and foams, protein-phospholipid interaction (Oritz et al., 2003), interfacial tension of topical skin formulations (Vejnovic et al., 2010), bioadhesive forces between mucosal tissue and microsphere drug delivery system (Vasir et al., 2003).

### 2.2 Du Noüy ring method

Du Noüy ring method is a traditional method used to measure static surface or interfacial tension. The measurement simply requires the ring to be wetted by the liquid and then pulled through the interface while measuring the force exerted on the ring (see Figure 1). Wetting properties of the surface or interface have little influence on this measuring technique. As in the case of Wilhelmy plate, the ring, with a diameter of 2-3 cm, is usually
made up of platinum or iridium is submerged into liquid and then pulled through the liquid-air interface. Maximum pull exerted on the ring by the surface is measured which is directly proportional to the surface tension value at equilibrium (Bodour and Miller-Maier, 1998). The ring is submerged into the solution and then slowly pulled through the liquid-air interface to detach from the interface with a force that is correlated to the surface tension. With this method, it is possible to measure the interfacial tension at both liquid-air and liquid-liquid interfaces. Surface tension can be calculated using the equation below:

\[
\gamma = \frac{F}{p \cos \theta} f
\]  

(2)

where \( p \) is the perimeter of the three-phase contact line, \( f \) is the correction factor (because additional volume of liquid is lifted during the detachment of the ring from the interface) between each measurement. The platinum wire ring was rinsed three times with water, later with acetone as was blow dried (Drelich et al., 2002).

One major difference between the Du Noüy ring method and Wilhelmy’s plate is the way in which the surface tension measurement is carried out. The ring moves through the interface whereas the plate is static at the interface, therefore there is no disturbance at the interface and this method is the recommended geometry for studying time dependent characteristics. Both ring and plate geometries can be used with the force balance type of tensiometer. A single instrument is normally capable of performing either Wilherlmy plate or du Noüy ring measurements (Thiessen and Man, 1999).

The surface tension measured by du Noüy method has been utilized in pharmaceutical research, for example, in the measurement of emulsion stability (Ishii et al., 1988; Takamura et al., 1984) and development of a dissolution media to simulate the physiological environment of the gastric region (Luner et al., 2001). This method can be used for characterization of pharmaceutical formulations such as plasticizer and polymer coating and surface tension calculation of various surfactant solutions and their CMC values (Palma et al., 2002) at the point of intersection of the interfacial tension value versus surfactant concentration plot (de la Maza, 1998; Korhonen et al., 2004; Zelkó et al., 2002).

2.3 Maximum bubble pressure method

The maximum bubble pressure method involves flow of a gas bubble (typically air or nitrogen) at a constant rate and blows them through a capillary with a known diameter which is submerged in the sample liquid. The pressure inside of the gas bubble increases until the bubble becomes hemispherical and its radius corresponds to the radius of the capillary. Beyond this the bubble is unstable and grows explosively until it detaches itself from the capillary and a new bubble is formed. The method is based on the continuous measurement of the applied pressure versus bubble rate formed at the end of the capillary. Figure 1 shows each step of bubble formation and corresponding change of bubble radius. The dynamic surface tension can be directly calculated by Young-LaPlace equation:

\[
\gamma = \frac{\Delta P_{\text{max}} R}{2}
\]  

(3)

where \( \Delta P_{\text{max}} \) is the maximum pressure difference and \( R \) is the capillary radius (Drelich et al., 2002; Hallowell and Hirt, 1994; Fainerman et al., 2006). This method is one of the most popular
techniques to measure the dynamic surface tension of various surfactants around and above their CMC value where adsorption is rapid (Christov et al., 2006). In the maximum bubble pressure method, a single interfacial tension value is drawn from each bubble formed. This device is the only available method capable of measuring surface tension in milliseconds time range. This method is particularly useful in measuring surface tension of highly concentrated surfactant solutions (Mischuk et al., 2000) and molten metals (Drelich et al., 2002).

2.4 Drop volume/weight method
Among the conventional methods of surface tension measurement, drop shape techniques have proven to be reliable and easy to handle. This method weighs the mass of the liquid drop or the volume of the drop that falls off a capillary tip of known diameter when pumped very slowly. The weight of the drop falling off the capillary correlates with the interfacial tension and is measured by balancing it against a known gravitational force through the following equation:

\[ W = V \Delta \rho g = 2\pi r f \]  

where \( \Delta \rho \) is the difference in the density of the heavy phase and the light phase, \( g \) is the gravitational constant (\( g = 9.81652 \) m/s\(^2\)), \( r \) is the radius of the capillary tip and \( f \) denotes the empirical drop correction factor introduced by Harkins and Brown. The correction factor is required because only a portion of the drop falls from the capillary tip during detachment and this corrects the deviation of the drop volume from its ideal value (Drelich et al., 2002; Gunde et al., 2001). Impurity of active pharmaceutical solutions (Al-Maaieh and Aburub 2007), emulsion stability (Rangsansarid and Fukada, 2007), potency of local anesthetics (Matsuki et al., 1998), stability of biphasic aqueous systems (Mishima et al., 1998) and surface active properties of drugs (Deo et al., 2004) have been evaluated using this technique.

2.5 Pendant drop method
Most of surface tension measurement techniques have limitations and only a few are suitable for protein solutions and high viscous solutions such as polymers blends. As discussed earlier, the Wilhelmy plate technique requires the establishment of a zero contact angle of the liquid at the plate which is difficult to guarantee with systems involving protein solutions and polymeric solutions with high viscosity. Du Noüy ring method, the drop volume technique or the maximum bubble method also lack dynamic control (Chen et al., 1999). In general, the equilibrium static methods such as sessile drop, spinning drop or a pendant drop method are most commonly used for measuring surface tension of molten metals and viscous solutions (Arashiro and Demarquette, 1999). The pendent drop technique is capable of producing highly accurate static as well as dynamic interfacial tensions and contact angle measurements. This method is mostly used for the surface tension measurements of metals, alloys and polymers. In this method geometry of the drop is analyzed optically. The increased accuracy and simplicity of this ground based method allow ultra low surface tension, temperature and time dependence of interfacial tension as well as surface tension measurements at elevated pressures (Chen et al., 1999).
A typical pendant drop apparatus (see Figure 1) consists of three parts:
1. An experimental compartment, which includes a microsyringe to produce a pendent drop of a solution at the tip of a capillary, to measure the maximum volume of the drop at reservoir conditions (pressure and temperature).
2. A viewing system to visualize the drop; this part consists of an accurate video system and magnification factor for the image in both the x and y direction.
3. A data acquisition system to compute the surface tension from the digital image of the pendant drop (via Laplace’s equation).

The accuracy of the surface tension measurements is highly dependent on the imaging system. Images of the drop can be captured automatically at certain frequencies over a period of several hours depending on the time duration of the test. These digitized pendant drop images can be stored on the computer to calculate the surface tension values as a function of the length of time (Arashiro and Demarquette, 1999; Gunde et al., 2001; Semmler and Kohler, 1999).

This method involves the determination of the profile of a drop of one liquid suspended in another liquid at mechanical equilibrium. This is done by the balance between gravity and surface forces. The equation of Bashforth and Adams which is based on Laplace’s equation relates the drop profile to the interfacial tension. This is the most widely used method to date which is given below:

\[ \gamma = \frac{\Delta \rho g D_c^2}{H} \]  

where \( g \) is gravitational constant, \( \Delta \rho \) is the difference in densities between the drop and its surroundings and \( D_c \) is the equatorial diameter of the drop at the apex and \( H \) is the shape factor that contains the properties of the fluid (Arashiro and Demarquette, 1999; Dingle et al., 2005; Hernández-Baltazar and Gracia-Fadrique, 2005).

Dynamic surface tension of biological fluids (Trukhin et al., 2001), surfactants and protein complexes (Krägel et al., 2003) and surface tension of viscous solutions are some of the examples which employ this method to measure surface tension.

### 2.6 Sessile drop method

The sessile drop method is based on the analysis of the profile of the drop placed on a solid substrate (see Figure 1). The solid may be a flat horizontal plate, a tilted plate, a vertical plate, or the walls of a thin tube (capillary). This method for contact angle determination is, in principle, simple, but great care must be taken to make accurate measurements. When the contact angle is small, a sessile drop is difficult to observe, therefore it is recommended that substrates used in sessile drop measurements be poorly wetted by the drop and should have a contact angle greater than 90 degrees. The liquid is contained in a syringe from which a droplet is deposited onto the substrate, and a high resolution camera captures the image. The drop can then be analyzed either by eye (using a protractor) or using image analysis software to calculate contact angle, surface and interfacial tension, wettability and absorption (Allen, 2003; Dingle and Harris, 2005).

The sessile drop technique can be used to measure contact angle between solid, liquid and vapor phases and characterize the solid surface properties by solving Young’s equation:
where equilibrium contact angle, \( \cos \theta_c \), is related to the interfacial energy of the three involved surfaces; solid-liquid, \( \gamma_{SL} \), solid-vapor, \( \gamma_{SV} \) and liquid-vapor \( \gamma_{LV} \). If \( \theta \) is less than 90°, the liquid is said to wet the solid. A zero contact angle represents complete wetting. If \( \theta \) is greater than 90° then it is said to be non-wetting (Bachmann et al., 2000; Dingle and Harris, 2005; Muster and Prestidge, 2002).

The most widely employed method for contact angle studies is to measure the angle of a sessile drop resting on a flat solid surface using a goniometer-microscope equipped with an angle-measuring eyepiece or a video camera equipped with a suitable magnifying lens, interfaces with a computer and an image-analysis software to determine the tangent value precisely on the captured image. Contact angles are obtained at intervals over a period of time. The sessile drop method for contact angle determination is, in principle, simple, but great care must be taken to make accurate measurements. The error associated with this instrument varies based on user expertise. This method employs a single point on the contact line to measure the surface tension, therefore it is not a suitable technique in studying rough and heterogenous surfaces. To obtain reproducible and accurate measurements with rough surfaces it is advantageous to use the Wilhelmy plate method. An advantage of the sessile drop method is that, the large solid surface allows multiple droplet evaluation. Reproducibility of the surface measured contact angle values will reflect the heterogeneity of the surface’s energy properties (Allen, 2003; Dingle and Harris, 2005; Drelich et al., 2002; Ho et al., 2010).

Contact angle is one of the most widely used techniques in the surface characterization and wettability of pharmaceuticals formulations. The sessile drop technique is commonly used for estimating contact angle of pharmaceutical powders (Buckton, 1993), drug-carrier adhesion (Podczeck et al., 1996), compaction and granulation (Puri et al., 2010), emulsion stability (Hansen and Fagerheim, 1998), human biological fluids (Noordman et al., 1999) and dynamic wettability properties of contact lens hydrogels (Ketelson et al., 2005).

### 2.7 Spinning drop method

Spinning drop method is based on the profile analysis of rotating liquid drop or thread where a drop of the less dense phase is put into another heavy phase contained in a horizontal tube. The tube is then spun about its longitudinal axis causing the lower density fluid to centrifuge to the center and form an elongated drop (see Figure 1). The diameter of a drop within a heavy phase is measured while the tube is spun at a constant speed. For each speed of rotation the drop attains equilibrium where the shape of the drop is a balance between interfacial tension and the pressure difference between the phases. With this method the interfacial tension can easily be calculated from Vonnegut’s Equation:

\[
\gamma = \frac{1}{4} r^3 \Delta \rho \omega^2
\]

where \( r \) denotes the radius of the cylindrical drop, \( \Delta \rho \) is the density difference between the drop and the surrounding fluid and \( \omega \) is the rotational velocity (Drelich et al., 2002; Hu and Joseph, 1994; Seifert and Wendorff, 1992).
This technique has many advantages when compared to the other methods. The centrifugal force used for determining the shape of the interface can be changed at will, however pendant drop and the sessile drop use gravity as the deforming force. This technique is ideal for measuring ultralow interfacial tensions down to $10^{-6}$ mN/m. Time and temperature-dependent surface tension can be studied using this technique (Seifert and Wendorff, 1992).

Design and manufacturing of a spinning drop device are simple in principle and this method is widely used to study the interfacial tensions of many systems, e.g., polymer melts, organic solvents (Jon et al., 1986; Schoolenberg et al., 1998) and surfactants and emulsions (El-Aaseer et al., 1984; Martin and Velankar, 2008).

### 2.8 Capillary rise method

The origin of this method dates to one century ago, however it is still a subject of interest due to the widespread application in the pharmacy and it is considered the standard method for determining the surface tension and wettability of a liquid. This method is capable of very good accuracy in measurement when suitable precautions are taken. But in practice it suffers from the fact that the calibration of the capillary diameter is tedious. This method is based on measuring the penetration time needed for a liquid to rise to a certain height when the end of a capillary is immersed into the solution (see Figure 1). According to the rising speed, the contact angle may be calculated (Ramírez-Flores et al., 2010; Xue et al., 2006).

The Lucas–Washburn elucidated the dynamics of capillary rise by using the Poiseuille equation for capillary penetration of liquids using the pressure difference across the invading liquid meniscus. When the meniscus is ideally ‘hemi-cylindrical’ concave in shape, the height at which the solution reaches inside the capillary is related to the surface tension. The wicking of a solvent vertically through a powder is described by Washburn equation:

$$x^2 = \frac{ry \cos \theta}{2\eta} t$$  \hspace{1cm} (8)

where $t$ is the time required for solvent to rise $x$ millimeters above the solvent through the MPs, $\gamma$ and $\eta$ are the surface tension and viscosity of the solvent, $\cos \theta$ is the cosine of the contact angle and $r$ is the internal radius of the capillary (Norris et al., 1999; Ramírez-Flores et al., 2010; Xue et al., 2006).

The wetting of small particles and porous materials is a very important phenomenon in pharmaceutical technologies for wettability studies of drug powder and drug manufacturing with related processes. There are a number of available methods, however capillary rise method is a routine measurement for contact angle study of powder and porous materials (Ramírez-Flores et al., 2010; Galet et al., 2010; Xue et al., 2006). Contact angle method for powders can be classified into those which require compaction, and those which utilize penetration of liquid through an uncompacted bed. Powder penetration technique can be measured with the capillary rise method. However it has been found that this method tends to overestimate the contact angle value. An alternative method is to measure the contact angle on a compacted powder surface with the use of sessile drop technique. Disadvantage of the sessile drop method is that compaction may
change the characteristics of the powder surface; also it requires the compact powder to be fully wetted by the test liquid. These problems may cause this method to underestimate the angle value. In such circumstances, Wilhelmy plate method allows calculation of contact angle without the need to pre-saturate the powder (Buckton et al., 1995).

2.9 Atomic force microscopy

Many engineered surfaces and pharmaceutical products cannot be melted, dissolved, or fractured; therefore their surface/interfacial tension cannot be determined through any of the conventional techniques. These conventional techniques are applicable to macroscopic solids with flat and homogenous surface and inert substrate, whereas for microscale surfaces with increased surface-to-volume ratio, or sensitive substrates another method needs to be employed. Atomic force microscopy (AFM) is a well-known tool capable of surface characterization at the atomic scale. This technique can be used to produce high resolution images and can offers contact angle studies for macroscopic surfaces and adhesion force measurements for microscopic and submicroscopic surfaces (Cuenot et al., 2004; Drelich et al., 2004). AFM can also provide information on other surface properties such as stiffness, friction, or elasticity (Alonso and Goldmann, 2003). Atomic force microscope works by scanning the samples surface using a fine tip attached to a cantilever in the equipment. The AFM can be operated in the contact (tip touching the sample) and tapping modes (tip oscillating rapidly above the sample). Thus, a topological or force map of the surface can be constructed which allows us to determine the structural information and surface properties such as surface tension (Edwardson and Henderson, 2004; Handjojo et al., 2009). The force required to pull the tip off the substrate surface is called pull-off or adhesion force (F) which is directly related to the surface tension of the sample (Drelich et al., 2004):

\[ \gamma = \frac{F}{2\pi R c} \]  

where \( R \) is the radius of the particle (probing tip) and \( c \) is a constant which depends on the model of the AFM (Drelich et al., 2004).

Atomic force microscopy allows imaging and measurement of biological and biomaterial samples, ligand-receptor interaction, protein adsorption and folding (Alonso and Goldmann, 2003; Edwardson and Henderson, 2004). This device is fast becoming a valuable tool in the pharmaceutical industry and is used in formulation and surface characterization of liposome vesicles (Maeda et al., 2002), microparticle preparation and biomaterials (Méndez-Vilas et al., 2006), surface characterization of parenteral nutrition bags (Realdon et al., 2003), wetting properties of human hair (Dupres et al., 2004) and other applications are discussed elsewhere (Santos and Castanho, 2004).

2.10 Oscilating jet method

The oscillating jet method consists of forcing a stream of liquid under constant pressure through an orifice. By adjusting the oscillation frequency, the liquid vibrates to forms a jet having a series of stationary waves which depends chiefly on the characteristics of the orifice, its position, wave number, rate of flow and the surface tension of the liquid (Chang
Toxicity and Drug Testing

Surface tension can be calculated using Bohr equation:

$$\gamma = \frac{2 \times 10^3 f^2 (1 + 1.542b^2 / r^2) \Psi}{3r\lambda^2 + 5\pi^2r^3}$$

(10)

where $\gamma$ is the surface tension on the wave surface (mN/m), $f$ is the flow rate (m$^3$/sec), $\rho$ is the density of solution (kg/m$^3$), $\lambda$ is the wavelength of oscillation (m), $r$ is the stream radius (m), $b/r$ is the wave amplitude, and $\Psi$ differs from unity by about 1 part in 1000 (Thomas and Potter, 1975; Zhang and Zao, 1989).

This method can be employed to measure surface tension versus surface age (dynamic surface tension) for surface age varying between 0.1 and 0.001 second of surfactant solutions and surface elasticity (Defay and Hommelen, 1958; Warszynski et al., 1998). Oscillating bubble method is a similar method in which surface is periodically changed and the resulting surface tension variation is measured. Results have shown that surface tension measurements obtained using these methods are similar in value (Lunkenheimer et al., 1990).

2.11 Other methods of surface tension measurement

Laser light-scattering method is a non-invasive technique which is able to measure low values of surface tension without perturbing the interfacial thermal equilibrium (Jon et al., 1986; Huang, 1997). This method takes advantage of microscopic interfacial roughness caused by thermal fluctuations of a liquid surface and can be used to measure soft matter systems including microemulsions and bilayer lipid membranes (Cicuta and Hopkinson, 2004).

Langmuir trough methods can be used to study monolayers of surfactants and lipid solutions. In this method lipid solution is applied dropwise at the water surface with a micro liter syringe. This technique allows accurate measurement of surface and interfacial pressure and measurement of dilatational rheology of interfacial film and like Wilhelmy method this technique is independent of contact angle. Langmuir method can be used to measure equilibrium and dynamic surface tension of alveolar surfactant and lipid monolayers (Aveyard et al., 2000; Hills, 1985).

Pulsating bubble surfactometer can be used for studying the dynamic surface tension behavior of surfactants under constant or pulsating area. This method employs a sensitive transducer to determine the pressure difference across the bubble surface. A known area is pulsed sinusoidally resulting in a range of radius from which the surface tension is calculated. This method has been used for the interfacial measurement of soaps, surfactants and protein solutions and lung surfactant drugs (Chang et al., 1996; Coltharp and Franses, 1996).

The inclined plate method involves flowing a thin layer of surfactant solution over an inclined plate method. Surfactant molecules in the bulk adsorb at the interface and surface tension can be obtained from the flow rate of surfactant solution. However, since a Wilhelmy plate is used to measure the surface tension of the flowing surfactant solution, the lag time may introduce some errors during measurement, therefore, proper care is needed to orient the plate parallel to the flowing solution (Chang and Franses, 1995).
<table>
<thead>
<tr>
<th>Method</th>
<th>Fig. 1. Schematic illustration of standard methods of surface tension measurement.</th>
</tr>
</thead>
<tbody>
<tr>
<td>Wilhelmy plate</td>
<td><img src="image" alt="Wilhelmy plate" /></td>
</tr>
<tr>
<td>Du Nöuy's ring method</td>
<td><img src="image" alt="Du Nöuy's ring method" /></td>
</tr>
<tr>
<td>Maximum bubble pressure method</td>
<td><img src="image" alt="Maximum bubble pressure method" /></td>
</tr>
<tr>
<td>Drop volume method</td>
<td><img src="image" alt="Drop volume method" /></td>
</tr>
<tr>
<td>Pendant drop method</td>
<td><img src="image" alt="Pendant drop method" /></td>
</tr>
<tr>
<td>Sessile drop method</td>
<td><img src="image" alt="Sessile drop method" /></td>
</tr>
<tr>
<td>Spinning drop method</td>
<td><img src="image" alt="Spinning drop method" /></td>
</tr>
<tr>
<td>Capillary rise method</td>
<td><img src="image" alt="Capillary rise method" /></td>
</tr>
</tbody>
</table>

---

www.intechopen.com
<table>
<thead>
<tr>
<th>Method involves measure of $\gamma$ with:</th>
<th>Method</th>
<th>Accuracy mN/m</th>
<th>Suitability for surfactant solutions</th>
<th>Suitability for two-liquid systems</th>
<th>Suitability for viscous liquids</th>
<th>Suitability for contact angle measurement</th>
<th>Commercial availability</th>
<th>Instrument type</th>
</tr>
</thead>
<tbody>
<tr>
<td>Microbalance</td>
<td>Wilhelmy plate</td>
<td>~0.1</td>
<td>Limited</td>
<td>Good</td>
<td>Good</td>
<td>Good</td>
<td>Yes</td>
<td>Manual</td>
</tr>
<tr>
<td></td>
<td>Du Noüy ring</td>
<td>~0.1</td>
<td>Limited</td>
<td>Reduced accuracy</td>
<td>Not recommended</td>
<td>Not applicable</td>
<td>Yes</td>
<td>Manual</td>
</tr>
<tr>
<td>Capillary pressure</td>
<td>Maximum bubble pressure</td>
<td>0.1-0.3</td>
<td>Very good</td>
<td>Very good</td>
<td>Not recommended</td>
<td>Not applicable</td>
<td>Yes</td>
<td>Automatic</td>
</tr>
<tr>
<td>Equilibrium between capillary and gravity</td>
<td>Capillary rise</td>
<td>&lt;&lt;0.1</td>
<td>Very good</td>
<td>Very good, But experimentally difficult</td>
<td>Not recommended</td>
<td>Good</td>
<td>Not</td>
<td>Manual</td>
</tr>
<tr>
<td></td>
<td>Drop volume/weight</td>
<td>0.1-0.2</td>
<td>Limited</td>
<td>Good</td>
<td>Not recommended</td>
<td>Not applicable</td>
<td>Yes</td>
<td>Automatic</td>
</tr>
<tr>
<td>Gravity-distorted drop</td>
<td>Pendant drop</td>
<td>~0.1</td>
<td>Very good</td>
<td>Very Good</td>
<td>Not recommended</td>
<td>Not applicable</td>
<td>Yes</td>
<td>Manual/Automatic</td>
</tr>
<tr>
<td></td>
<td>Sessile drop</td>
<td>~0.1</td>
<td>Good</td>
<td>Very Good</td>
<td>Good</td>
<td>Good</td>
<td>Not</td>
<td>Manual/Automatic</td>
</tr>
<tr>
<td>Centrifugal forces</td>
<td>Spinning drop</td>
<td>0.1</td>
<td>Good</td>
<td>Very Good</td>
<td>Good</td>
<td>Good</td>
<td>Not</td>
<td>Manual</td>
</tr>
<tr>
<td>Resonance frequency</td>
<td>Atomic Force Microscopy</td>
<td>0.1</td>
<td>Good</td>
<td>Very Good</td>
<td>Good</td>
<td>Good</td>
<td>Yes</td>
<td>Automatic</td>
</tr>
</tbody>
</table>
3. Computational methods of surface tension measurements

Modeling of physicochemical properties such as surface tension is needed in the pharmaceutical research. Experimental data on surface tension of liquid mixtures are very scarce in the literature, therefore theoretical methods of their prediction are found to be very useful. Reliable methods of surface tension prediction are useful in design of new materials and will undoubtfully save laborious experimental measurement time. Surface tension of a liquid mixture is not a simple function of the surface tension of pure components, and is based on the assumption that the composition of the bulk phase is different from the composition of the adjacent vapor-liquid interface. There are various computational techniques in which the surface tension is evaluated through its thermodynamic definition or with the use of empirical equations. Most models require surface tension of the pure components. Models differ in the way in which the molar surface area and the activity coefficients of the components are calculated (Bezerra et al., 2010; Pandey and Srivastava, 2010). Evaluation of the performance of the models is calculated through average absolute deviation, AAD (%) for M data points using equation 11:

$$AAD(\%) = 100 \left[ \frac{1}{M} \sum_{i=1}^{M} \left( \frac{\gamma_{\text{exp}} - \gamma_{\text{calc}}}{\gamma_{\text{exp}}} \right)^2 \right]$$

(11)

With this, the reported experimental values of surface tension obtained using experimental methods are compared with predicted surface tension values from the proposed model. The following topics present some literature models proposed for correlation and prediction of surface tension of liquid mixtures and solid surfaces.

3.1 Surface thermodynamic theory

The thermodynamic methods are based on the fact that surface layer between the bulk liquid and vapor phases has its own composition which affect the surface tension of the mixture. The number of the surface active molecules that reside on the surface can be calculated by the Gibbs adsorption equation:

$$\Gamma = -\frac{1}{RT} \frac{D\gamma}{d\ln c}$$

(12)

where $\Gamma$ is the surface excess or surface concentration in moles per unit area of surface, $c$ is the concentration of the substance in the bulk solution, $\gamma$ is the surface tension, differential $d\gamma/dc$ show the change in surface tension with change in concentration, $R$ is the gas constant and $T$ is the temperature (Ramírez-Verduzco et al., 2006). Butler developed an application of Gibbs energy based on the assumption that the surface layer can be treated thermodynamically as a separate phase from the bulk phase. Some important thermodynamic-based equations were developed from the Butler equation and have been studied for their ability to correlate the surface tension of non-ideal mixtures. Sprow and Prausnitz developed an equation to correlate the surface tension of binary and multicomponent liquid mixtures by employing UNIFAC to calculate the activity coefficients of the individual components at the interface and in the bulk of the liquid. The predictive method of Sprow and Prausnitz was applied to 4 systems including binary and ternary
systems of water, ethyl butyrate/propionate and methanol at a constant temperature with an AAD value of less than 3.0 % (Kijevcanin et al., 2004; Rafati and Ghasemian, 2008).

Shereshefsky (1967) presented a model for the surface tension of binary solutions which is able to compute the excess properties and free energy changes in the surface region. This model was applied to 100 aqueous and 200 non-aqueous binary solutions at constant temperature. The agreement between the calculated and the experimental data is found to be very good with AAD of ~ 1.8% for aqueous and ~ 0.6% for non-aqueous systems (Tahery et al., 2005).

Guggenheim (1945) derived an equation for the surface tension as a function of heat for ideal solutions. Hildebrand and Scott extended this model for mixtures with dissimilar molecules. Eberhart (1966) employed a statistical thermodynamic approach and developed a one-parameter equation for binary liquid mixtures with good accuracy (Tahery et al., 2005). A two-parameter equation was developed based on Wilson theory (Fu et al., 1986). This model was trained for a large number of systems and was able to correlate the data of 251 binary systems with an ADD of 0.5%. Li and co-workers extended that model and used the UNIFAC group contribution method to propose another two-parameter model to calculate the surface tension of binary mixtures (Kijevcanin et al., 2004; Li et al., 1990; Tahery et al., 2005).

Li and Lu have developed a predictive model for the surface tension of real mixtures on the basis of Davis theory and tested it against molecular dynamics simulation of the surface tension of the Lennard–Jones fluid. The proposed method was found to be suitable for obtaining surface tension values (Davis, 1975; Li and Lu, 2001).

The gradient theory of fluid interfaces is applied to compute the surface tension of various binary and ternary mixtures made up of gas (carbon dioxide, nitrogen or methane) and hydrocarbons. This model employs the Helmholtz energy density of the bulk homogeneous fluid and the influence parameters of the interfacial inhomogeneous fluid to correlate the surface tension of various pure fluids, binary mixtures and binary and ternary mixtures of gas and liquid hydrocarbons with good results. This method is predictive and is able to estimate surface tension values of gas mixtures with satisfactory results (Lin et al., 2007; Miqueu, 2004).

3.2 Empirical and correlative theories

MacLeod proposed an empirical method based on the temperature-independent constant \( K \), between density \( \rho \), and surface tension \( \gamma \):

\[
\gamma^{1/4} = K \rho
\]  

(13)

Sugden slightly modified MacLeod’s original expression to give a constant which he called the parachor (Sugden, 1924). Escobedo and Mansoori generated a model based on statistical mechanics for the prediction of surface tension of pure solvent using the equation of state. This model is shown to represent the experimental surface tension data of 94 pure solvent within 1.1 AAD% across all temperature ranges (Escobedo and Mansoori, 1996). Later they extended the same conformal solution theory to the case of mixtures of organic liquids. This equation was applied to 55 binary mixtures and the AAD was 0.5 % (Escobedo and Mansoori, 1998). However these equations are complicated and require critical temperature, critical pressure as well as critical compressibility and acentric factor. Therefore this model requires complex computational procedures which may not be suitable in pharmaceutical research.
There are a few models where the surface tension of the pure liquid is not required. Panday and co-workers have extended Brick-Bird corresponding-state model, Goldsack-Sarvas volume fraction statistics and Sanchez method to multicomponent systems. These approaches require the values of thermal expansivity, isothermal compressibility and critical constants of pure components (Pandey et al., 2008).

Redlich-Kister equation expresses the excess energy thermodynamic properties which consist of a function of the mole fraction of each component and an interaction parameter (Redlich and Kister, 1948). An extension of this model was proposed which is able to correlate surface tension with the composition of the conjugate liquid (Fleming and Vinatieri, 1979).

Studies concerning temperature effect on the surface tension of aqueous and non-aqueous solutions are limited. Some of the models require many experimental parameters leading to low precision and accuracy in surface tension prediction. The Jouyban-Acree model was proposed based on the extension of the Redlich-Kister model as:

\[
\ln \gamma_{m,T} = f_1 \ln \gamma_{1,T} + f_2 \ln \gamma_{2,T} + \frac{f_1 f_2}{T} \sum_{i=0}^{2} K_i (f_1 - f_2)^i
\]  

(14)

where \( \gamma_{m,T}, \gamma_{1,T}, \gamma_{2,T} \) are the surface tension of the mixture and solvents 1 and 2, respectively and \( f_1 \) and \( f_2 \) are the volume fractions of the solvents and \( K_i \) are the model constant calculated using a no intercept least square method. This model is able to correlate surface tension of binary and ternary mixtures at various temperatures with AAD of 4.1 and 1.4 % respectively (Jouyban et al., 2004a; 2004b). This equation can be extended to correlate different physicochemical properties of solvent mixtures; including acid dissociation constant, dielectric constant, and drug solubility in water-cosolvent mixtures (Jouyban et al., 1999; 2002; 2004a).

Neural network (NN) modeling in quantitative structure-property relationship (QSPR) studies allows prediction of various physicochemical properties from the molecular structure. Reliable methods for prediction of basic physicochemical properties would save time consuming experimental studies. Kauffman and Jurs reported a predictive NN model for surface tension of 213 common organic solvents using 8 descriptors. The root mean square error of the test sets were 2.89 mN/m (Taskinen and Yliruusi, 2003; Kauffman and Jurs, 2001).

### 3.3 Surface tension of immiscible fluids and solids

Surface tension calculation of immiscible fluids is possible by introducing repulsion between the neighboring particles of different fluids which has been employed in the macro-scale particle method. However equation of state is also possible for this type of measurement (Zhou et al., 2008).

Determination of the surface tension of solids is crucial in pharmaceutical powders and tableting. Amongst the various approaches to estimate the contact angle of solids is the Young equation (see equation 6). This method requires an ideal, flat and homogenous surface, whereas real measurements are carried out on rough and heterogeneous surfaces, on which the typical contact angle measured is an advancing contact angle which is larger than Young’s equilibrium contact angle. The surface tension of a solid cannot be easily estimated from the Young’s equation because of the two unknown parameters \( \gamma_{SV}, \gamma_{SL} \). In order to calculate these quantities, equation of state (EQS) was proposed (Li and Neumann,
1990). However, many researchers have criticized this equation for its thermodynamic analysis (Johnson and Dettre, 1989; Lee, 1993). Another approach is the geometrical methods for measuring surface tension of solids including Owen Wendt and van Oss theory. These methods decompose the surface tension into different components (Owens and Wendt, 1969; van Oss et al., 1986). Ahadian and colleagues compared the surface tension of 41 artificial solid surfaces as predicted by the equation of state and compared it to the values obtained by van Oss theory and Owen Wendt equation. Results indicate that equation of state was capable of good predictability, whereas the geometric methods are limited to higher range surface tension value of solid surfaces (Ahadian et al., 2007).

4. Conclusion

Measurements of surface rheological characteristics are of great importance for the pharmaceutical industry. Many of pharmaceutical processes depend on the cohesive and adhesive interactions between the materials used during the preparation of the product. Understanding and determination of surface free energies of both liquid and solid surfaces plays a key role in characterization of materials during their development, formulation and manufacturing of pharmaceutical applications. The chemical activity, adsorption, dissolution, and bioavailability of a drug may depend on the surface of the molecule.

There are several experimental approaches that one can employ to evaluate interfacial tension and large differences can exist among measurement methods. While one method may be proven useful for a number of applications, there are several restrictions that detract from its applicability in a specific system. The choice of the method depends on the nature of the interface, the rheology of the liquid(s), the range of temperature and pressure, ease of analysis, accuracy, precision, surface age, cost and convenience of the probing instrument. Most equilibrium methods may be used to measure dynamic tension, and there are certain methods by which one can measure solely dynamic tension. Most methods involve measurement of forces, interface shapes, pressure differences, or flow rates. Commonly used methods for measuring interfacial tension of various solutions as well as solid systems are mentioned in this chapter.

To facilitate an in-depth process understanding, a combination of experimental and computational design may be integrated in interfacial tension of compounds. Providing a simple method of correlating and predicting the interfacial properties of materials would be of great interest for pharmaceutical technology. There are various computational techniques in which the surface tension is evaluated through its thermodynamic definition or empirical equations. These methods require input data and several adjustable parameters obtained from multicomponent system and the pure component. Some of these equations on a thermodynamic basis are the two-parameter model for liquid mixtures. With these methods calculation of the free-energy between the two systems is a challenge to be accurately determined and these methods are difficult to implement at relatively high temperature due to stability problems. Empirical equations may be used to correlate and predict surface tension using one or two parameters. Some of these models may have limited range of applicability and may require a lot of experimental data. For practical use it is very important that the surface tension of multicomponent system can be predicted from the composition of the conjugate phases and some predictable physical parameters without any adjustable parameters.
In essence, an attempt has been made in this chapter to review and examine the performance of computational and experimental techniques in which surface tension are evaluated.

5. Acknowledgment

This work is dedicated to the spirit of Professor Fathollah Fathi-Azarbayjani, for believing that great things are born from tiny sparks of inspiration.

6. References


www.intechopen.com


Modern drug design and testing involves experimental in vivo and in vitro measurement of the drug candidate's ADMET (adsorption, distribution, metabolism, elimination and toxicity) properties in the early stages of drug discovery. Only a small percentage of the proposed drug candidates receive government approval and reach the market place. Unfavorable pharmacokinetic properties, poor bioavailability and efficacy, low solubility, adverse side effects and toxicity concerns account for many of the drug failures encountered in the pharmaceutical industry. Authors from several countries have contributed chapters detailing regulatory policies, pharmaceutical concerns and clinical practices in their respective countries with the expectation that the open exchange of scientific results and ideas presented in this book will lead to improved pharmaceutical products.

How to reference
In order to correctly reference this scholarly work, feel free to copy and paste the following:
