Chapter from the book *Current Developments in Optical Fiber Technology*
Downloaded from: [http://www.intechopen.com/books/current-developments-in-optical-fiber-technology](http://www.intechopen.com/books/current-developments-in-optical-fiber-technology)
1. Introduction

Optical phenomena have been employed extensively by human civilization throughout the centuries for lighting, communication, calculations, observations, etc. and have played a crucial role in industrial development. The applications of the optics increased significantly after the first demonstration of the light guiding phenomenon based on total internal reflection in the 1840s, which was the precursor for the development of modern optical fibres. In modern life, optical fibres found their niche in telecommunications and, more recently, as sensors.

The sensing of chemical compounds is very important for monitoring outdoor and indoor environments (air and soil pollutions and sick building syndrome) [1], diseases (allergy and cancer) [2], and dangerous substances (drugs, hidden bombs, and landmines) [3]. Sensitive, reliable and cheap sensors for application in different areas of human activities are still sought.

Optical fibre-based measurement techniques have attracted a great deal of attention in a variety of analytical areas such as chemical and biological sensing, environmental monitoring and medical diagnosis. The variety of different designs and measurement schemes that may be employed using optical fibres provides the potential to create very sensitive and selective measurement techniques in real environments.

Different approaches exist for creation of fibre-optic sensors (FOS), which generally can be classified into two groups depending on the sensing mechanism: intrinsic and extrinsic fibre-optic sensors [4]. Interferometric sensors can be made that respond to an external stimulus by a change in the optical path length and thus a phase difference in the interferometer. Tradi-
tional interferometers such as Michelson, Mach Zehnder [5, 6, 7], Fizeau, Sagnac [8] and Fabry Perot [9, 10, 11] used for measuring of both chemical and physical parameters can be constructed utilizing optical fibres.

Fibre-optic sensors based on the evanescent wave absorption effect are an example of simple, cost effective yet very efficient type of intrinsic fibre-optic sensor [12]. As light travels along the core of the optical fibre, a small portion of energy penetrates the cladding in the form of an evanescent wave, the intensity of which decays exponentially with the distance from the interface between the cladding and the surrounding environment. Typically the penetration depth of evanescent wave into surrounding medium is in order of hundreds of nanometers. This allows the direct analysis of the spectroscopy of an analyte in contact with the surface of the optical fibre. Alternatively an indirect measurement approach can be employed, whereby a chemically sensitive functional coating, which changes its optical properties when it comes into contact with the analyte, can be deposited onto the surface of the optical fibre. Analysis of the transmission spectrum can provide quantitative and qualitative information on the chemical species under examination. The use of chemically sensitive coatings means that the operating wavelength of the sensor is defined by the coating properties, rather than the absorption spectrum of the analyte, which can be advantageous. Fibre optic sensors based on the intrinsic evanescent wave offer the prospect for the development of cheap and compact devices, due to combination of low cost light emitting diodes (LED) and photodetectors. The sensitivity of the device is dependent on the length of the sensing area and for efficient operation coating materials with the strong absorption features should be selected. Generally, the simplest implementation of the fibre optic evanescent wave spectroscopy is application of the multimode optical fibre with the silica core and plastic cladding. The plastic cladding can easily be removed to allow the access to the evanescent wave and replaced with the functional coating providing sensor with its sensitivity and selectivity. In the case of the singlemode fibres with silica core and silica cladding polishing, etching or tapering is employed in order to get an access to the evanescent wave.

Intrinsic FOS allows to implement different measurements designs within an optical fibre based on the gratings (Bragg Gratings, FBG and long period gratings, LPG) written into the fibre core in which the changes in the reflected light due to changes in the grating period is measured to detect the effect caused by an external stimulus [13, 14]. Refractometers and chemical sensors based on optical fibre gratings, both FBGs and LPGs, have been extensively employed for refractive index measurements and monitoring associate chemical processes since they offer wavelength-encoded information, which overcomes the referencing issues associated with intensity based approaches.

Among the optical waveguide devices that have been investigated, tapered optical fibre sensors are able to measure environmental parameters (refractive index, chemical concentration, etc.) with high sensitivity owing to the large proportion of the energy of the propagating mode extending into the surrounding environment in the form of an evanescent field [15, 16, 17]. The tapered area of the optical fibre facilitates evanescent wave spectroscopy, in which the absorption spectrum of the surrounding medium is measured. Alternatively, the influence
of the surrounding medium on the properties of the optical modes of the tapered waveguide can be explained as a change in the refractive index, i.e. it will operate as a refractometer.

Various deposition techniques, such as dip- and spin-coatings, layer-by-layer deposition (LbL) electrostatic self-assembly, Langmuir-Blodgett deposition, and chemical and physical vapour deposition have been employed for the functional coating of optical fibres. Among these techniques, the LbL technique, which is based on the alternate adsorption of polycations and polyanions onto the surface, has been used as a powerful surface modification method. This alternate adsorption technique is still expanding its potential because of its versatility and convenience for the fabrication of nano-assembled thin films employing various organic and inorganic materials.

In this chapter we will describe recent approaches to the development of fibre-optic chemical sensors utilising different measurement designs based on evanescent wave, tapered and long period gratings functionalized with nanoassembled thin films. Advantages and characteristic features of each measurement design will be discussed and examples of the sensitive and selective detection of various chemical analytes will be demonstrated. In addition, the potential of fibre-optic chemical sensors for future sensor technology will be discussed.

2. Fibre-optic chemical sensor designs

2.1. Evanescent wave fiber-optic sensor

To fabricate the evanescent wave fibre-optic sensor (EWFOS), a short section of the plastic cladding of a multimode optical fibre (HCS silica core/plastic cladding with 200 μm core diameter, Ocean Optics) was replaced with a functional coating of alternate poly(diallyldimethylammonium chloride) (PDDA, Mw: 200000–350000, 20 wt% in H2O) and tetrakis-(4-sulfophenyl)porphine (TSPP, Mw=934.99) layers, Scheme 1. A schematic illustration of this method is shown in Figure 1a [18]. Before assembly, the previously stripped section of the optical fibre was cleaned with concentrated sulfuric acid (96%), rinsed several times with deionized water, and treated with 1 wt% ethanolic KOH (ethanol/water = 3:2, v/v) for about 10 min with sonication in order to functionalize the surface of the silica core with OH groups. The fibre core was then rinsed with deionized water, and dried by flushing with dry nitrogen gas. The film was prepared by the alternate deposition of PDDA (5 mg mL⁻¹ in water) and TSPP (1 mM in water) (where one cycle is considered to be a combined PDDA/TSP bilayer) by introducing a coating solution (150 μL) into the deposition cell with intermediate processes of water washing and drying by flushing with nitrogen gas being undertaken between the application of layers. In every case, the outermost surface of the alternate film was TSPP. The film is denoted by (PDDA/TSP)x, where x indicates the number of adsorption cycles.

The measurement principle of the device is based on the analyte-induced optical change in the transmission spectrum of the coated optical fibre.

The penetration depth (dp) of the evanescent wave is described by [4]:

\[ dp = \frac{2 \lambda}{n} \sin \left( \frac{\pi d}{2L} \right) \]

where \( \lambda \) is the wavelength of light, \( n \) is the refractive index of the surrounding medium, \( d \) is the thickness of the coating, and \( L \) is the length of the coated section.
where $\lambda$ is the wavelength of light in free space, $n_c$ is the refractive index of the cladding and $n_{\text{eff}}$ is the effective refractive index of the mode guided by the optical fibre.

Porphyrin compounds can be used as a sensitive element for optical sensors because their optical properties (absorbance and fluorescence features) depends on the environmental conditions in which molecule is present [20]. Porphyrins are tetrapyrrolic pigments that widely occur in nature and play an important role in many biological systems [21]. The optical spectrum of the solid state porphyrin is modified as compared to that of porphyrin in solution, due to the presence of strong $\pi-\pi$ interactions [22]. Interactions with other chemical species can produce further optical spectral changes, thus creating the possibility that they can be applied to optical sensor systems. The high extinction coefficient (> 200,000 cm$^{-1}$/M) makes porphyrin especially attractive for the creation of optical sensors.

2.2. Tapered fiber-optic sensor

A tapered optical fibre may be fabricated by simultaneously heating and stretching a short section of a single mode optical fibre. This creates a region of fibre with reduced and uniform diameter (the waist) that is bounded by conical sections where the diameter of the fibre changes.
to merge the tapered section with the unperturbed surrounding single mode fibre. The optical properties of the tapered fibre waveguide are influenced by the profile of the conical tapering sections, by the diameter of the taper waist and by the optical thickness of the surrounding medium. The proportion of the power in the evanescent field, and thus the interaction with the surrounding medium, increases with decreasing diameter of the taper waist [23, 24]. In the tapering section, the guided mode of the single mode fibre is converted into a mode of the waist, Figure 2. In adiabatic tapers this is achieved without coupling to higher order modes. In non-adiabatic tapers the taper profile is such that a proportion of the light is coupled into higher order modes of the tapered section, which interfere to produce the channeled spectra reported for tapers of diameter of order 5 μm [23, 25].

The detailed description of the fibre tapering procedure can be found elsewhere [23]. Briefly, a single mode silica optical fibre was tapered using the heat and pull technique. Firstly, the polymer buffer coating was removed from a 50 mm long section in the middle of a ~1 m length of the single mode optical fibre using a mechanical stripper. The stripped section of the optical fibre was then fixed on a 3-axis flexure stage (NanoMax™, Thorlabs) and exposed to the flame produced by a gas burner (max temperature 1800°C) for approximately 60 sec while the ends of the fibre were pulled in opposite directions using translation stages. Nonadiabatic optical fibre tapers of diameters 9, 10 and 12 μm, all having a taper waist of length 20 mm, were

Scheme 1. Structural models of the polycation (PDDA) and porphyrin (TSPP) compounds used for sensor fabrication [19]: SS, side length of square; DS, diagonal length of square.
fabricated. The dimensions of the tapers were determined using a digital optical microscope, DZ3 Union Optical Co., Ltd., Japan.

The LbL method described above has been used to deposit a multilayer porphyrin film over the tapered region of a single mode optical fibre with the aim of demonstrating a gas sensor, Figure 2a. The effect of the polycation on the optical properties and structure of the multilayer porphyrin film was studied thoroughly. It is suggested that, by using poly(allylamine hydrochloride) (PAH, $M_r$: 56000) for the porphyrin film preparation instead of PDDA, the form of the aggregation of the TSPP is modified and provides improved optical properties that facilitate the detection of wider class of chemicals. Moreover the analyte-induced refractive index change of the prepared multilayer porphyrin film was monitored using tapered optical fibres.

![Figure 2.](image)

2.3. Optical fibre long period gratings

LPGs promote coupling between the propagating core mode and co-propagating cladding modes, i.e. work as transmission gratings. The high attenuation of the cladding modes results in the transmission spectrum of the fibre containing a series of resonance bands centred at discrete wavelengths, each resonance band corresponding to coupling to a different cladding mode, as shown in Figure 3 [26].

The refractive index sensitivity of LPGs arises from the dependence of the phase matching condition upon the effective refractive index of the cladding modes, which is governed by Equation 2 [26]:

$$\text{Equation 2}$$
where \( \lambda(x) \) represents the wavelength at which the coupling occurs to the linear polarized \( \text{LP}_{0x} \) mode, \( n_{\text{core}} \) is the effective RI of the mode propagating in the core, \( n_{\text{clad}(x)} \) is the effective RI of the \( \text{LP}_{0x} \) cladding mode, and \( \Lambda \) is the period of the grating. The modes to which coupling occurs is dependent upon the period of the grating, and this has a significant influence on the form of the transmission spectrum, as is clear from Figure 3.

\[
\lambda(x) = (n_{\text{core}} - n_{\text{clad}(x)}) \Lambda
\]

The effective indices of the cladding modes are dependent upon the difference between the refractive index of the cladding and that of the medium surrounding the cladding. The highest sensitivity is shown for surrounding refractive indices close to that of the cladding of the optical fibre, provided that the cladding has the higher refractive index [28]. For surrounding refractive indices higher than that of the cladding, the centre wavelengths of the resonance bands show a considerably reduced sensitivity [29].

Figure 3. (a) Schematic illustration of the LPG structure and (b) transmission spectra of LPGs with different grating periods fabricated in an optical fibre of cut-off wavelength 670 nm (Fibrecore SM750): (i) 80 \( \mu \)m, (ii) 100 \( \mu \)m, and (iii) 400 \( \mu \)m [27].

A detailed description and reference to the optical properties of LPGs can be found elsewhere [27, 30, 31]. In this work, an LPG of length 30 mm with a period of 100 \( \mu \)m was fabricated in a
single mode optical fibre (Fibercore SM750) with a cut-off wavelength of 670 nm using point-by-point UV writing process. The photosensitivity of the fibre was enhanced by pressurizing it in hydrogen for a period of 2 weeks at 150 bar at room temperature.

The coated LPG was used for the detection of ammonia in the gas phase and in solution. For the detection of ammonia in solution, the LPG was coated with mesoporous PDDA/SiO$_2$ nanoparticles (NPs) (SNOWTEX 20L (40–50 nm), Nissan Chemical) film using the LbL process and infused with functional compound, TSPP, as illustrated in Figure 4a. As the LPG transmission spectrum is known to be sensitive to bending, for the film deposition process and ammonia detection experiments the optical fibre containing LPG was fixed within a special holder, as shown in Figure 4b, such that the section of the fibre containing the LPG was taut and straight throughout the experiments [30]. The detailed procedure of the deposition of the SiO$_2$ NPs onto the LPG and infusion of the TSPP compound has been reported previously [27]. Briefly, the section of the optical fibre containing LPG, with its surface treated such that it was terminated with OH groups, was alternately immersed into a 0.5 wt% solution containing a positively charged polymer, PDDA, and, after washing, into a 1 wt% solution containing the negatively charged SiO$_2$ NPs solution, each for 20 min. This process was repeated until the required coating thickness was achieved. When the required film thickness had been achieved (i.e. when the development of the second resonance band was observed with the fibre immersed into water), ca. after 10 deposition cycles, the coated fibre was immersed in a solution of TSPP as functional compound for 2 h, which was infused into the porous coating and provided the sensor with its specificity. Due to the electronegative sulfonic groups present in the TSPP compound, an electrostatic interaction occurs between TSPP and positively charged PDDA in the PDDA/SiO$_2$ film. After immersion into the TSPP solution, the fibre was rinsed in distilled water, in order to remove physically adsorbed compounds, and dried by flushing with N$_2$ gas. The compounds remaining in the porous silica structure were bound to the surface of the polymer layer that coated each nanosphere. This effectively increased the available surface area for the compounds to bond to. The presence of functional chemical compounds increased the RI of the porous coating and resulted in a significant change in the LPG’s transmission spectrum, consistent with previous observations for increasing the coating thickness [32]. All experiments have been conducted at 25°C and 50% of rH.

For the ammonia detection in gas phase the LPG was designed to operate at the phase match turning point. In coated LPGs, for coupling to a particular cladding mode, the phase matching turning point occurs at a specific combination of grating-period and optical thickness of the coating. Near the phase matching turning point conditions, it is possible to couple to the cladding mode at two different wavelengths, with the corresponding resonance band wavelengths showing opposite sensitivity to perturbations to the properties of the coating [33]. LPGs show there highest sensitivity to environmental perturbations when operating in this regime [33]. The LPG was coated with an alternate thin film composed of poly(acrylic acid) (PAA, $M_w$:4000000) and PDDA, Figure 5. PAA is a promising candidate for the creation of ammonia sensors, of which free carboxylic acid groups lead to the high sensitivity and selectivity toward amine compounds [34]. Recently, we have reported a quartz crystal microbalance (QCM) gas sensor based on the alternate deposition of TiO$_2$ and PAA for the sensitive detection of amine
Figure 4. (a) Schematic illustration of the electrostatic self-assembly deposition process and (b) deposition cell with a fixed LPG fibre.

odors. However, QCM sensors still have a weakness that the sensor response can be easily affected by humidity [35]. The current approach would enable the LPG sensor performance based on the acid-base interaction of amine odors to the COOH moiety of PAA under humid conditions.

Figure 5. (a) Schematic illustration of an LPG and its surface modification using PDDA and PAA [34].
3. Sensing approaches

3.1. Sensing based on evanescent wave fiber-optic sensors

Ammonia is one of the major metabolic compounds and the importance of its detection has been recently emphasized because of its correlation with specific diseases \[36,37\]. At normal physiological conditions ammonia can be expelled from the slightly alkaline blood and emanated through the skin or exhaled with the breath. Dysfunction in the kidneys or liver that converts ammonia to urea can result in an increase of the ammonia concentration in breath or urine. Consequently, the detection of the ammonia gas present in the breath or urine can be used for the early diagnostics of liver or stomach diseases \[36\].

Ammonia-induced changes in the transmission spectrum of the \((\text{PDDA/TSPP})_5\) film are shown in Figure 6. As ammonia concentration increased from 0 to 20 ppm, a concomitant intensity change is observed at several wavelengths; at 706 nm the intensity increases, whereas at 350 and 470 nm it decreases. Upon exposure of the \((\text{PDDA/TSPP})_5\) film to ammonia, the largest intensity change was observed at 706 nm. The interaction between ammonia and TSPP molecules leads to the deprotonation from the pyrrole ring and hence affects the interaction between TSPP molecules. Similarly, the largest change in absorbance is observed at 706 nm (Q band), which is attributed to the aggregation structure of TSPP \[38\]. The difference spectra were obtained by subtracting a spectrum measured in ammonia atmosphere from a spectrum measured in air.

The dynamic response of the \((\text{PDDA/TSPP})_5\) coated fibre to exposure to ammonia was monitored at 350, 470 and 706 nm (Figure 7a). As can be seen from the result, the sensor response is fully reversible for low ammonia concentrations (up to 1 ppm). However, at higher concentrations the sensor takes a longer time to return to the base line. The base line may be recovered by flushing with air for sufficient time, as shown in Figure 7a. Alternatively,
sensor response can be regenerated by rinsing for a few seconds in distilled water [39]. The calibration curve at each wavelength was plotted from the recorded spectra at given ammonia concentrations. The sensor shows linear responses at all wavelengths for a wide concentration range from 0.1 to 20 ppm and the highest sensitivity was observed at 706 nm (Figure 7b).

The response and recovery times ($t_{90}$) of the sensor to increasing ammonia concentration were within 1.6-2.5 min and 1.8-3.2 min, respectively (see Figure 7a). The sensitivity of the sensor depends on the wavelength and has different directions; for 350 and 470 nm, it is negative, and for 706 nm it is positive. The highest sensitivity was measured at 706 nm, corresponding to the optical change of the Q band of TSPP. The current sensor system has a limit of detection (LOD) of 0.9 ppm. The limit of detection was defined according to:

$$LOD = 3\sigma / m$$  \hspace{1cm} (3)$$

where $\sigma \approx 0.31$ is the standard deviation, and $m$ is the slope ($\Delta I/\Delta c$) of the calibration curve, where $c$ is the ammonia concentration and $I$ is the measured intensity (mV) [40].

The results suggest that it will be possible to create a low-cost fibre optic sensor by selecting a LED and a photodiode with parameters that coincide with the wavelength at which the largest ammonia-induced changes were observed (706 nm).

The optical fibre acts as a platform that may be exploited to facilitate the detection of different chemicals by coating the fibre with appropriate functional materials. In order to demonstrate its capability, it was employed for the detection of the gaseous compounds excreted from the human body. Gaseous compounds excreted from the human body are believed to reflect certain metabolic conditions of the organism as well as the blood gaseous content [41]. A lot of information about human skin excretion is present in the literature. In gas chromatography
(GC) based experiments, variety of compounds were found to be emitted by human skin, such as acetone [42], ammonia [43], hydrocarbons [44] and aromatics [45], and the quantity of some of these compounds was correlated to blood content. Ammonia gas has been known to emanate through the skin from serum and its level depends on the human's health conditions [37]. Studies have demonstrated the possibility of identifying human subjects through the examinations of their volatile organic compound (VOC) odour patterns, formulating the idea of personal “smellprint” as an analogue of the fingerprint [46]. Applicability of electronic nose techniques was shown for the classification of bacteria related to human diseases [47,48], urinary tract infections [49] and further progress to metabolic disorders such as diabetes [50] or renal dysfunction [51]. The detection of renal failure in rats [52] and of lung cancer in people [53] was achieved using the breath sniffing method by arrays consisting of appropriately modified chemiresistors. Analysis of gases emitted from skin, however, is mainly being performed with the use of GC, which in spite of its high sensitivity and selectivity is expensive and time-consuming and requires a well-trained operator. Development of miniaturized sensing devices is expected to overcome the drawbacks of conventional approaches.

Here, a preliminary study of an optical fibre based skin gas sensor is discussed. The measurement setup for the skin gas analysis is shown in Figure 8. One end of the optical fibre was connected to a deuterium/halogen tungsten light source (DH-2000-BAL, Micropack) and other end was connected to an optical spectrometer (S1024DW, Ocean Optics) via fibre-optic connectors. The fabricated optical sensor was located inside a small acryl sensing cell (cylinder shape with radius $r=3.5$ cm, height $h=1$ cm, volume $V=38.5$ cm$^3$) containing a humidity and temperature recording logger (Hygrochron, KN Laboratories: RH range of 0–95%; accuracy ±5% at 25 °C in the range of 20–80% RH and reading resolution 0.1%).

For skin gas measurements, the top of the acryl cell was completely covered by palm surface. The optical measurement of palm skin emanations inside the chamber was done for 5-30 min while the optical output spectrum and optical changes at selected wavelengths were recorded every second using an Ocean Optics software (OOIBase32).

To test the influence of the humidity, the acryl sensing chamber was additionally connected to a humidified air generating system through the additional inlet and outlet of the measuring cell, as shown in Figure 8. Dry compressed air was divided into two flows by the use of flow controllers (FC1 and FC2) and one of the flows passed through a bubbling bottle with deionized water to humidify the air. Recombination of the flows of dry and wet air was used to obtain the different levels of relative humidity.

Sensor response to changes in relative humidity was measured every second by recording the transmission spectrum of the optical fibre coated with a thin film. To explore the reproducibility of the measurements, the response of the fibre optic sensor was recorded twice at three different levels of humidity and flushed with dry air between each measurement.

The sensor response to palm skin gas was assessed by recording the changes of the optical properties of a $(PAH/TSPP)_{10}$ film deposited on the optical fibre. Optical spectral changes induced by the presence of the skin gases emitted from two different people (R and S) are shown in Figure 9a (spectral change) and Figure 9b (dynamic intensity change at selected
wavelengths). Measurements were conducted on the same day at similar conditions: the both participants were healthy, and hands were washed before the experiment with filtrated water. A slightly different response for two different people was observed. It should be noted that relative humidity level measured using a humidity logger, reached equilibrium at a maximum value of 95% within 1 min (data not shown). In general, relative humidity is an important factor that can influence sensor response. The sensor response to the skin gas emanations, however, is much slower as compared to the changes induced by relative humidity.

This difference in the sensor response for two different participants suggests that some additional volatile compounds are exhaled by the human skin surface along increasing humidity. Interaction of compounds present in the skin gas with the PAH/TSPP film would contribute to the additional change observed in the output spectra.

From the complex sensor response observed over the wide spectral range, it is not a trivial task to discriminate the influences of humidity and skin gases. For the purpose of qualitative data description, the measured results were analyzed using principal component analysis (PCA, Statistical EXCEL add-in, V. 5.05 by Esumi Co. Ltd.) in order to reduce the multi-dimensionality of the obtained data. The 25 wavelengths at which the biggest intensity changes were observed were manually chosen from the difference spectra. Such selection was sufficient to obtain good separation between qualitatively different samples. The PCA results are shown in Figure 10, with a 96.5% cumulative proportion of PC1 and PC2. General observations are as follows: humidity points are grouped along the positive side of PC1 while most points representing responses to skin gas are located in the negative PC1 region. Additionally, PC2
can possibly be used for the separation of participants who have different physiological conditions and different skin exhaling properties. The bigger distance between points in the S sample is probably related to the more intensive VOCs emanation. In addition, skin gasses were measured the day after alcohol consumption, and these points are added to the PCA plot.

Figure 9. (a) Spectral changes induced by the skin gas emanations and (b) dynamic sensor response measured at selected wavelengths (black line 305 nm, red line 455 nm, blue line 629 nm, green line 733 nm) for different people (R-closed circles, S-open triangles).

Figure 10. (a) Principal component analysis performed using the data measured at 25 wavelengths. Results measured at relative humidity change (black, with an arrow indicating increase of relative humidity values); Sensor response induced by skin gas emanations from participant R (blue, arrow indicating increase of sampling time of human skin gas emanation; i.e. attachment of the palm to the chamber containing the sensor, green point indicate the response one day after alcohol consumption); and from participant S (red, arrow indicating increase of sampling time of human skin gas emanation, magenta points show the response one day after alcohol consumption ). (b) PCA loadings.
Those measurements were repeated several times and skin gas sampling was done for 5 min. From the PCA plot, we can see that for the participant R, the points after consuming alcohol lie very close to those of the normal physiological conditions. For participant S, the points after consuming alcohol are located on the opposite side of the both principal component axes, which might be a result of a considerable change in the skin gas content after consuming alcohol. The obtained results further illustrate that the proposed sensor, combined with PCA data analysis, could recognize human samples and humidified air. However, based on the data gathered from only two persons, it is not possible to make a generalization on the behaviour of the sensor and on its ability to distinguish physiological conditions. We can speculate, however, that due to the normal physiological differences (for example in metabolic processes and related products excretion through the skin) between two people, the characteristics of the optical sensor response, such as response time and intensity change at different wavelengths, would be expected to be different. As shown in GC-MS and HPLC studies, variety of compounds can be found from human skin at normal conditions, such as ammonia [43], carbon monoxide [55], acetaldehyde [56], and acetone [42]. These compounds and many other emanations that are constituents of body odor are believed to contribute into the optical spectra of the EW sensor. Measurements using wider group of participants should be conducted, and the physiological condition of the various individuals tested should be considered to clarify the sensor response in more detail. Additionally, the response of the sensor to exposure to particular VOCs should be characterized to enable qualitative and quantitative analysis of skin gases.

3.2. Sensing based on tapered fibre optic sensors

A purpose-designed measurement chamber was used in order to characterise the tapered optical fibre sensor performance. The tapered section of the optical fibre, coated with the functional film, was inserted into the chamber. The desired gas concentrations were produced using a two-arm flow system described elsewhere [18]. The dry compressed air that was used as the carrier gas and ammonia gas of 100 ppm concentration were passed separately through two flowmeters. The two flows were combined to produce the desired ammonia concentration in the measurement chamber. The concentration could be controlled by adjusting the flow rates of the ammonia and of the air.

The transmission spectrum was recorded with a 1 Hz update rate as the device was exposed to a given ammonia concentration and subsequently flushed with dry air. The difference spectrum was plotted by subtracting a spectrum measured at a given ammonia concentration from the spectrum recorded in the presence of dry air. The baseline spectrum and sensor response of each experiment were recorded by passing dry air through the measurement chamber until the signal measured at a wavelength of 700 nm reached equilibrium.

The results are shown in Figure 11a–11d. As the ammonia concentration increased from 10 ppm up to 100 ppm, the intensity measured at 700 nm increased for the 10 μm and 12 μm diameter optical fibre tapers (Figure 11b). Interaction of the ammonia molecule with TSPP leads to the deprotonation of the pyrrole ring of TSPP and hence influences the electrostatic interaction between the TSPP moieties in the PAH/TSPP film [18, 39]. Consequently, the
biggest change in absorbance is observed at 700 nm (Q band), which may be closely related to the aggregation state of the TSPP molecules [20].

Interestingly, when measurements were conducted using the tapered fibres with 10 and 12 μm waist diameters, the channeled spectra did not exhibit a wavelength shift in response to exposure to ammonia, suggesting that ammonia–induced RI change cannot be measured with tapers of these diameters, possibly because the modes are tightly bound and the influence of the modes’ evanescent field interaction with the coatings do not induce significant differential changes in the propagation constants (Figure 11b). When the 9 μm diameter tapered fibre coated with the (PAH/TSPP)₅ film was exposed to ammonia, a red–shift of the spectral features at 1000 and 1040 nm was observed that saturates with the increase of the concentration (Figure 11c). We can assume that the wavelength red–shift of the spectral features is caused by the ammonia–induced change in the RI of the PAH/TSPP film. It should be noted that this change is not continuous and saturation occurs between 0 and 50 ppm (Figure 11c). The 9 μm diameter tapered fibre possesses higher sensitivity to RI change as compared to 10 and 12 μm diameter tapered fibres. The absence of the intensity change at 700 nm can be explained by considering the transmission spectrum of the 9 μm diameter tapered fibre obtained after deposition of the 5th bilayer of the PAH/TSPP film (data not shown); the optical power at 700 nm transmitted to the spectrometer is very low, complicating the measurement of the small ammonia–induced intensity change. We can conclude from these results that the wavelength shift near 1000 μm observed in the transmission spectrum of the 9 μm diameter tapered fibre is sensitive to ammonia-induced RI changes of the coating and the change in transmitted power near 700 nm of the 10 and 12 μm tapered fibres can be used to monitor ammonia gas concentration.

Dynamic ammonia–induced changes of the tapered fibres with 10 and 12 μm waist diameters coated with the (PAH/TSPP)₅ film were monitored at 700 nm, as shown in Figure 11d. The measurement principle for these waist diameters is based on evanescent wave spectroscopy. The response time and recovery time (t₉₀) of the sensor to increasing ammonia concentration were within 100 sec and 240 sec, respectively. The sensitivity of the device derived from the slope of the calibration curve is 0.440±0.002 mV/ppm and estimated limit of detection (LOD) calculated using the 3σ method is 2±0.3 ppm (inset of Fig. 11d). It should be noted that sensitivity of the proposed sensor is ca. 3 times higher as compared to the PDDA/TSPP film assembled onto the quartz substrate (Korposh 2006). This is most plausibly a result of the higher localized energy at the tapered region of the optical fibre and thus increased efficiency of the interaction between the probe light and the functional film. On the other hand, the sensitivity of the fabricated device was ca. 6 times lower than that of a multimode optical fibre coated with the PDDA/TSPP film [18]. This can be attributed to the presence of TSPP in J-aggregated form in higher concentration in the PDDA/TSPP film as compared to the PAH/TSPP film used in this study. However, the presence of TSPP in different forms inside the PAH film may allow the coating to exhibit sensitivity to different chemical compounds, thus increasing the application range of the proposed sensor. This hypothesis will be thoroughly explored in the future work. In addition, the tapered fibre may operate as both an evanescent wave spectroscopy and as a refractometer. Thus, in contrast to solely evanescent wave spectroscopy, materials without absorbance features in the UV-vis range may be employed as
sensitive layers, extending the utility of the chemical fibre optic sensors and the class of the detectable analytes.

The fabricated device was exposed to varying relative humidity to study its effect on the sensor response. When rH was reduced from 70 % to 10% and increased back to 70%, no significant change in the transmission spectra was observed (Figures 12a and 12b) revealing selectivity of the sensor to ammonia over rH. The immunity of the sensor to rH change is very important for real-world practical applications where humidity is one of the major interfering parameters. For example, ammonia detection in breath is highly important non-invasive diagnostic tool in medicine [37], but highly challenging due to the high humidity present in breath. To-date, to the best of our knowledge, there is no sensor with satisfactory sensitivity and selectivity for...
the detection of ammonia in breath. In our future study of the use of this sensor for ammonia breath measurement, the cross-sensitivity to other gases will be investigated.

### 3.3. Sensing based on LPG fibre optic sensors

The sensitivity to ammonia in water of an LPG coated with a (PDDA/SiO₂)₁₀ film that was infused with TSPP was characterized by sequential immersion of the coated LPG into ammonia solutions with different concentrations (0.1, 1, 5 and 10 ppm). The lower ammonia concentrations were prepared by dilution of the stock solution of 28 wt%. In order to assess the stability of the base line, the coated LPG was immersed several times into 150 μL of pure water. The decrease of attenuation of the second resonance band, LP₂₁, at 800 nm, indicates the partial removal of the adsorbed TSPP molecules. The equilibrium state was achieved after several exposures into water. For the ammonia detection, the LPG fibre was exposed into a 150 μL ammonia solution of 0.1 ppm, followed by drying and immersion into ammonia solutions of 1, 5 and 10 ppm.

The response of the transmission spectrum to varying concentration of ammonia is shown in Figure 13a. The dynamic response of the sensor was assessed by monitoring the transmission at the centre of the LP₂₁ resonance band at 800 nm. The response is shown in Figure 13b, where “air” region and “H₂O” and “NH₃” regions correspond to the transmission recorded at 800 nm after drying the LPG and immersing the device into water and ammonium solutions, respectively. After repeating the process of immersion in water and drying 4 times, the recorded spectrum was stable, demonstrating the robustness and stability of the employed molecules in aqueous environments (H₂O regions indicated in Figure 13). On immersion in 1 ppm and 5 ppm ammonia solutions, the transmission measured at 800 nm increases. The transmission when the coated LPG was immersed in a 10 ppm ammonia solution exhibits a further increase, reaching a steady state within 100 s, as shown in Figure 13b. The resonance feature corresponding to coupling to the LP₂₀ cladding mode exhibits additional small red shifts of 0.5 and
1.5 nm when subsequently immersed in solutions of 1 ppm and 10 ppm ammonia concentration, respectively, along with decreases in amplitude, as shown in Figure 13a. The limit of detection (LOD) for the 100 μm period LPG coated with a (PDDA/SiO₂)₁₀ film that was infused with TSPP was 0.14 ppm and 2.5 ppm when transmission and wavelength shift were measured respectively. The LOD was derived from the calibration curve and the using equation 3 [40].

Response of the sensor to ammonia gas was measured with ammonia vapor of different concentrations generated from aqueous ammonia solutions in proximity to the modified LPG sensor. Ammonia gas was generated by placing 100 μl of aqueous ammonia solution with different concentrations into the measurement chamber. Concentrations of ammonia in the gas phase were measured using ammonia detection gas tubes (GasTec, Japan) and compared with the values of the corresponding solutions. The sensor response was recorded with a resolution of 1 Hz.

The transmission spectrum was recorded with each analyte solution present in the chamber before and after its removal. To regenerate the sensor response the optical fibre was washed with water and flashed using nitrogen gas.

A linear increase in the separation of the 1st and 2nd bands in the TS was observed at the exposure of the LPG coated with the PDDA/PAA to the increasing ammonia gas concentration, Figures 15a and 15b. The sensitivity of the sensor was estimated to be 0.35 and 0.31 nm/ppm for the 1st and 2nd resonance bands, respectively (Figure 15b). The limit of detection (LOD) for both resonance bands was estimated to be 1.6 and 2.3 ppm (3σ = 0.47 nm), respectively. The sensor response was fast and almost saturated within 5 min. Along with the wavelength shift, both the extinction of both of the resonance bands also decreased in proportion to the increase in ammonia concentration.
of the ammonia gas concentration. Moreover, the sensor response could be easily regenerated by washing the LPG sensor with water (data not shown).

To confirm the selectivity of the sensor, different analyte gases of amine and non-amine compounds were tested (see Figure 15c). The sensor demonstrated higher sensitivity towards amine compounds. It appears that the superior binding of the sensor to amine compounds is assigned to the acid-base reaction between the functional moieties of PAA and the amine compounds. Other parameters of the analytes such as molecular size, solubility to the film, and equilibrium constant ($pK_a$ or $pK_b$) can be significant factors to determine the selectivity and additional examination is in progress.

![Figure 14. TS changes of the LPG fibre after deposition of PAA.](image)

In order to demonstrate the capabilities and versatility of the coated optical fibre LPG in chemical sensing, a PAH/SiO$_2$ film was deposited onto the surface for the detection of the organic compounds, namely aromatic carboxylic acids (ACAs, see Scheme 2). The LbL procedure described above was employed for coating the LPG.

After deposition of the PAH/SiO$_2$ film onto the LPG it was exposed to aqueous solutions of ACAs in the range of 0.001–1000 μM of individual ACAs or their mixtures. All experiments were conducted using the same sensor transducer. After exposure and measurement, the substrate was washed in 0.1 wt% of aqueous ammonia in order to remove adsorbed analytes from the PAH/SiO$_2$ film.

For the detection of the chemical binding the LPG coated with the (PAH/SiO$_2$)$_{10}$ film was exposed to different ACAs of concentration 10 μM in water, which lead to a significant change in the TS, Figure 17a. The magnitude of the TS change at 825 nm differed according to the number of carboxylic acid groups in the molecule, the molecular weights and the $pK_a$ values of the ACAs. The largest change was observed when the coated LPG was exposed to mellitic acid (MA), as shown in Figures 16a and 16b. As MA has the biggest molecular weight and the highest number of the functional group, suggesting the efficient binding to the amino functional groups of PAH. The response of phthalic acid (PA) is higher than that of BA. These
results suggest that the sensitivity of the sensor depends additionally on the number of the functional group and increases in the order of MA >> PA > BA (Figures 16a and 16b). It should be noted that, when MA binds to the PAH, the sensor response cannot be regenerated simply by water washing (see “H₂O” after MA exposure in Figure 17b). The sensor response can be perfectly recovered, however, using 0.1 wt% NH₃ aqueous solution for 10 min (see areas marked with “*” in Figures 16b and 16c).

The adsorption of the ACAs in the PAH/SiO₂ film can be described using a Langmuir adsorption curve. The calculated binding constant of BA to the PAH/SiO₂ film is estimated to be 1.36 ± 0.01×10⁶ M⁻¹. The lowest measurable concentration was 1 nM when MA was used, with a binding constant of 5.6 ± 0.01×10⁸ M⁻¹.
4. Summary

In summary, in this chapter fibre-optic sensors based on different measurement principles were coated with the nano-assembled thin films for the detection of various chemical compounds. When of the different fibre optic sensor designs were characterised for their response to ammonia gas, the highest sensitivity was observed when EWFOS was coated with the porphyrin based film, showing an LOD of 0.9 ppm. The coated LPG had an LOD of 1.6 ppm and the tapered fibre has an LOD of 2 ppm. The high sensitivity of the EWFOS makes it a promising device for medical applications where there is a requirement of measure low concentrations of specific chemical compounds. The possibility of employing EWFOS for medical diagnosis was explored in the example of skin emanation measurements. In solution, the LOD of LPG sensor was as low as 0.14 ppm for ammonia and the lowest measurable concentration for mellitic acid was 1 nM. From a practical point of view, the EWFOS are limited
to the materials with the strong absorption features, while tapered and LPGs fibres can be modified with the wider class of materials, including transparent materials. In addition, tapered and LPGs fibres offer wavelength-encoded information, which overcomes the referencing issues associated with intensity based approaches. Moreover, LPGs owing to the multiplexing capabilities enable sensor design for multi-analyte detection using a single optical fibre. Our future work will focus on the creation of multi-analyte detection systems in which the number of individual gratings with the characteristic grating period inscribed in the single optical fibre will be chemically modified for sensitive detection of targeted analytes.

Acknowledgements

This work was supported by the Regional Innovation Cluster Program of the Ministry of Education, Culture, Sports, Science and Technology (MEXT), Japan. The authors from
Cranfield are grateful to the Engineering and Physical Sciences Research Council, EPSRC, UK for funding under grants EP/D506654/1 and GR/T09149/01.

Author details

Sergiy Korposh¹, Stephen James², Ralph Tatam² and Seung-Woo Lee¹*

*Address all correspondence to: leesw@kitakyu-u.ac.jp

1 Graduate School of Environmental Engineering, the University of Kitakyushu, Kitakyushu, Japan

2 School of Engineering, Cranfield University, Cranfield, UK

References


[40] Swartz, M E, & Krull, I S. Analytical Method Development and Validation, Marcel Dekker, Inc.: NY USA; (1997).


